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Overview 


Graphite digestion apparatus is a microprocessor-controlled unit. It 
adopts an intelligent temperature control system for uniform heating 
throughout the plate. The clearing out of redundant acid in digestion tract 
after digestion develops a characteristic function in microwave digestion. 


Specifications : 


Maximum temperature 450 °C 

AC 110 V; 60 Hz 
Voltage 

AC 220 V; 50 Hz 


Features : 


o Digital LED screen for visual monitoring of set parameters 

o PIC controlled system for automated calibration temperature regulation 
o Accurate temperature controlling with lower shock value 

o Aluminium heating plate with anti-corrosion capability 

o Anti-corrosive stainless steel structural unit 


Applications : 


Used for routine laboratory heating reaction and control sample digestion 


precisely in the laboratories of industries, agriculture, medical and sanitary 
fields. 
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